
STANDARD OPERATION PROCEDURE - 2011

TUBE DRYER, CARE AND MAINTENANCE 

PURPOSE:  To establish a standard operating procedure for the of a tube dryer.

POLICY:  All respiratory, anesthesia and SPD equipment processed in the pasteurizer will be placed in the Tube Dryer for drying before continued processing.

PROCEDURE:  

1.   Place item to be dried either in the elastomer tube rack or on the shelf.

2.  Turn dial indicating the amount of time necessary for drying.

3.  This cabinet must not be left on indefinitely.

4.  This cabinet should be disinfected and dried after use or at the end of the day.

5.  Filters must be changed on a regular basis according to manufacturer’s recommendations.

Reference:  Manufacturer Recommendations
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